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Test Item Requirement Test Result Conclusion
1. HEE 5 2 (ng/ke) (GB/T2912. 1-2009) e
Formaldehyde Conformity
Content
(Q/QX 127-2020) <20 AFs HiNot detected
(4 1 PR 920)
(Detection Limit of
Formaldehyde Content=20)
2. pH{E (GB/T7573-2009) a
pH Value Conformity
(Q/QX 127-2020) H.0~8.5 6. 2
(ZEHLA T - SAL S D
(Extracting solution:
Potassium chloride solution)
3. WKL AR (%) (GB/T32610-2016) iRy
Particle Conformity
filtration FFRALEEFE ShUnpretreated
efficiency sample:
(PFE) 1# 2# 3%
(Q/QX 127-2020) |=50 79.47 80.04 79.24
SIBIR BikiAerosol chamber:
NaCl
SIBREH B concentration
of Aerosol chamber: 15mg/m’
I % Temperature: 24.7°C,
tHXT i Erelative humidity:
34, 7%
(S i EFlow: 85L/min)
4. SBHE (GB/T32610-2016) iy
Inhalation Conformity
resistance (Pa)
(Q/QX 127-2020) |<175 R TRALFRFE S Unpretreated
sample:
1% 28
11,0 13.1
(iBS HEFlow: 85L/min)
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Total amount of
bacterial colony
(CFU/g)

PN

Coliform group

BUR ALK

Pathogenic
bacteria
(GRFEFFE
Pseudomonas
aeruginosa
, A B & BRI
Staphylococcus
aureus
, VA IMAEEEERE
Streptococcus
hemolyticus)
%S
Total amount of
fungal colony

(CFU/g)

A5k HiNo detected

A5 HNo detected

<100

Ff5 HiNot detected

A48 HiNot detected

<4

K % 5 H br e 2 R R R PG
Test Item Requirement Test Result Conclusion
5. FESUFH 7 (GB/T32610-2016) &
Exhalation Conformity
resistance (Pa)
(Q/QX 127-2020) [<145 R FALFEFE FhUnpretreated
sample:
14 2%
18.7 19.0
(B S H&Flow: 85L/min)
6. Tl A (3@ ZE0rdinary grade) (GB 15979-2002) e
Microorganisms Conformity
(GB 15979-2002)
HEEESAE <200 60
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By -
L e A SO, SE30{V/EZ %, The Chinese version of this test report is the
standard one, the English version is only for reference.

2. FBEIRCNASIA AT fE ITE A K2Q/QX 127-2020 (A FFDeclaration:03/27/2020 10:36) ;
Testing scopes of CNAS do no tinvolve Q/QX 127-2020 (/A FDeclaration:03/27/2020 10:36)

3. ZHeH(rHitkApplicant address. AEf=BfiiihitManufacturer address:

WRYITTEP LB X HR 5 h B 185 Fr Lo AL Il 1R

B1, Comix Industrial Park, No. 18 JinXiu Road Pingshan District, ShenZhen City,
Guangdong Province, P.R.china.

4, FEfh B FrPhoto(s) of the sample(s):

PLF2¥H  END OF REPORT
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